REVISED

9:15 am, Jun 17,

MISSOUR! DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT GHQ Academy

Complete this report in duplicate at the Ume of the regular monthly preventive malnlenance check, and whenever instrument
is repaired. Send copy to Department of Haalth; retain original in depariment fite.

DATAMASTER SN BATE OF INSPECTION
204082 sar2009
LOCATIOMN OF INSTRUMENT (STREETF AND CITY) TIME OF INSPEGTION
1510 E. Elm 8t,, Jefferson Cily 14:07

CHECKLIST: Place a check (v} to the isil of each item If found to be satisfactory or If oparaling within established limits. {Write
in observed valuas where determined.} Unchecked ltems must be correcled before using instrument.

W] DIAGNOSTIC GHECK (PRINTOUT ATYACHED)

V) COMPUTER DETECTOR

[¥] PROGRAM _ FILTERS

HEATERS SAMPLE CHAMBER  +49°C QUARTZ STANDARD
| V] FLOWDETECTOR /] CALIBRATION
¥ PUMP HIGH sPEED 7] PRINTER

INDIGATOR LIGHTS

| TIME AND DATE 13:36 6/2/2009

SIMULATOR TEMPERATURE {34°C £ 0.2°C) +34.17°C

[¥] CALIBRATION CHECK -
Aun three tests using a standard solution, All three tests must be within + 5% of the standard valus and must have a
spread of 005 ér less. Check the box cortasponding to the slandard solution belng used. (PRINTOUT ATTACHED) (USE
RECIRCULATION PUMP)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 100 TESTZ2 ™ 01 TEST3 ™ 101

PERFORM R.F.i. TEST (PRINTOUT ATTACHED)

fy] NUMBER OF HEFUSALS, SINCE LAST MAINTENANGE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0O [(0-.04) 0 {.05-.09) 0 l{.IO-.M) 0 l(.15-,¥9) 0 1(Over 19) 0

List any new parts and describe any alteration or modlficalion that was made o restors the instrument to operale satisfactorily
and within establishad limits (use other side it necessary)
Upgraded firmware from 12-15-1999 to 04-07-2008. Reset lime of Instrument (DST). Recalibrated instrument.

Guth Laboratories, lot #08340, expiring 10/15/2009
INSPECTING OFFICER

SIGNATURE n PRINT NAME
> eex)o QM Dewayne D. Carver

o

TYPE 1 PERMIT Maew MDATE \ TELEPHONE NUMBER
7202{g 10/29/2009 {573) 751-4722

MO 582- 1458 (8-94) AN EQUAL OPPCHTUNITY/AFFIRMATIVE ACTION €EAL0YER Leb-118
Vi proveied on @ nondiseramiationy bsea




®
@6 GUTH LABORATORIES, INC.

590 NORTH 67th STREET @ HARRISBURG, PA 17114- 4511 TELEPHONE: 717-584-5470

)

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alecohol. The expiration date for this lot
number is Qctober 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this solution will give a breath alcoho!

analysis instrument reading of 0.10 percent BAC.

The alcoh-. and waler used in this solution were

free of test interfering substances.

<7 ;s 7

Ted L. Pauley, President
GUTH LABORATORIES, INC.
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' REORDER ALL SUPPLIES FROM N.P.AS.
B UNY 1AAE MANMSTICL Y AN AL084

60021

FACE THIS SIDE DOWN - THIS EDGE iN FIR‘

BAC DataMaster
-Evidence Ticket

'I

. MISSOURI STATE HIGHUAY PATROL
BHB DATAMASTER SERIAL HUMEER 094852
, 86,8409

'“TESTIHB OFFICER:
- CARYER/DEWRYME-D
© -OFFICER 1.D.: Cd1 ‘
. PERMIT HUMBER: 7eB2io
T EXPIRATION DATE: 182989
- MISCELLANEOUS DATA: .
.10 YAPOR CALIBRATION CHECK
. BUTH LﬂBb LOT B9340 EXP 16./15,8009

St eem SUPERVISOR MODE ---

= BLANK TEST , 658 14119

- INTERMAL STAMDARD VERIFIED & 14118

EXTERMAL STAMDARD . 198 141

- BLAMK TEST . G805 14111

. EXTERNAL STAMDARD .16 REIRE:

. 7'BLAMK TEST . 50§ ‘14112

T EXTERHAL STAMDRRD .lat 14: 13

__BLAMK TEST g clc ) 14112
——iM =3

EIM.
fYG.

ol
1684

W

FACE THIS SIDE DOWN - THIS EDGE INFIRST

BAC DataMaster
Evidence Ticket

. MISSOURI STATE HIGHWAY PATROL .
BAC DATAMASTER SERIAL MUMBER 204082
BE-Bd @9

_ARREST TIME: £0:@8
SUBJECT NAME:
L
D0B: Bi/81/61
STRTE/DuL.t HX/X
ARRESTING OFFICER:
%
OFFICER 1.D.: X

SEX: M

" TESTING OFFICER:

CARYER-DEWAYHE/D
OFFICER I.D.: 04l
PERMIT HUMBER: 72Bcid
"EXPIRATION DATE: 16-25-/09
MISCELLANEOUS DATA:

RFI TEST
—~~ BREATH ANALYSIS ——
BLANK TEST . bon 14116
— INTERNAL STAHDARD YERIFIED - 14316
 SUBJECT SAMPLE , BEE ‘14116

RADIG INTERFEREHCE



State ‘of Missouri
'DEPARTMENT OF HEALTH

PERMIT
TYPE |l

DEWAYNE D. CARVER

ls hereby authorized to instruct and supervise operators, train instructors, inspect,

. calibrate, perform field repairs, and operate the following breath anaiyzer(s):

DATAMASTER

for the determination of the alcoholic co'hté"nt of blood Af}om a sample of expired (alveolar)
air, 1ssued under the provisions of sectlons 677,020 through 577.041, RSMo 1986.

ouo 10129107 LR L e e el

" Dirsctor of State Publlc Health Laborstory ~ - ..

Nuﬁ'ﬁég _12Q219_...
Expiéé;' -10/29/2009 :
Diractor, Dapariment of Heaith

MO 580-0771 (7-88) Lab. 4 {(R7-84)




